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ABSTRACT: Characterizing the in vivo dynamics of the polyclonal
antibody repertoire in serum, such as that which might arise in response
to stimulation with an antigen, is diﬃcult due to the presence of many
highly similar immunoglobulin proteins, each speciﬁed by distinct B
lymphocytes. These challenges have precluded the use of conventional
mass spectrometry for antibody identiﬁcation based on peptide mass
spectral matches to a genomic reference database. Recently, progress has
been made using bottom-up analysis of serum antibodies by nanoﬂow
liquid chromatography/high-resolution tandem mass spectrometry
combined with a sample-speciﬁc antibody sequence database generated
by high-throughput sequencing of individual B cell immunoglobulin
variable domains (V genes). Here, we describe how intrinsic features of
antibody primary structure, most notably the interspersed segments of
variable and conserved amino acid sequences, generate recurring
patterns in the corresponding peptide mass spectra of V gene peptides, greatly complicating the assignment of correct
sequences to mass spectral data. We show that the standard method of decoy-based error modeling fails to account for the error
introduced by these highly similar sequences, leading to a signiﬁcant underestimation of the false discovery rate. Because of these
eﬀects, antibody-derived peptide mass spectra require increased stringency in their interpretation. The use of ﬁlters based on the
mean precursor ion mass accuracy of peptide-spectrum matches is shown to be particularly eﬀective in distinguishing between
“true” and “false” identiﬁcations. These ﬁndings highlight important caveats associated with the use of standard database search
and error-modeling methods with nonstandard data sets and custom sequence databases.
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subgene of each segment selected from multiple variants
encoded in the germline genome (Figure 1). Two of the three
hypervariable loops responsible for antigen-binding (CDR-H1
and CDR-H2) are encoded within the V gene segment, while
the third (CDR-H3) is largely nontemplated and is constructed
by the addition of random nucleotides (N-nucleotides)
between the recombination joints of the V, D, and J
segments.3,4 V(D)J recombination generates a single pair of
VH and VL genes per B cell, such that every B cell expresses
only one antibody variant. Somatic hypermutation during
humoral immune response ﬁne-tunes aﬃnity for antigen by
introducing additional mutations in the variable domain, further
increasing the sequence variation and in turn expanding the
sequence diversity within a clonotype.5 Consequently, antibodies that originate from the same B cell precursor lineage are
designated as belonging to the same clonotype and generally
exhibit speciﬁcity for the same antigen.
The process of Ig diversiﬁcation has been elucidated, and
methods for the identiﬁcation and expression of monoclonal
antibodies, including creation of hybridomas, immortalization

he ability of the humoral immune system to provide broad
protection against a diverse and constantly changing
population of invasive pathogens stems largely from the
antigen-binding capabilities of the antibody (immunoglobulin,
Ig) repertoire. Antibodies recognize foreign molecules (antigens) through epitope-binding sites in the variable domains of
the antigen binding fragment (Fab) and alert immune cells to
putative threats through interaction sites in the constant
domain of the tail region. Individual antibodies will
preferentially bind a particular antigenic epitope, with speciﬁcity
largely determined by the antigen-binding site sequences in the
variable domains of immunoglobulin heavy chain (VH) and
light chain (VL) genes. In order to provide coverage against a
large variety of potential antigens, the B cell-encoded antibody
repertoire is incredibly diverse, estimated to comprise >108
immunoglobulins with distinct variable domain sequences in
human serum,1,2 resulting in an antibody population capable of
binding a broad range of antigens with high aﬃnity and
speciﬁcity.
This massive diversiﬁcation of sequence is the product of two
processes: V(D)J recombination during B cell maturation and
somatic hypermutation during B cell aﬃnity maturation.3 In the
heavy chain speciﬁcally, the variable domain is generated by
recombination of V, D, and J gene segments, with a single
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Figure 1. A schematic of the structure and representative sequences of the immunoglobulin (Ig) heavy chain variable domain (VH). The VH
sequence is created by recombination of V, D, and J subgenes and encodes epitope binding sites for antigen-recognition. Complementarity
determining regions (CDRs) represent uniquely nondegenerate ﬁngerprints, interspersed between constant framework sequences (FRs), and
manifest as hypervariable and conserved sequences, respectively, in the multiple sequence alignment. Antigen binding speciﬁcity is primarily dictated
by the CDR-H3 region. Hence, the challenge of antibody repertoire proteomics can be largely reduced to the problem of successfully identifying
CDR-H3-containing peptides.

personalized reference database, it is now possible to apply
shotgun-style MS proteomics to the analysis of serum
antibodies, as demonstrated by recent studies identifying
antigen-speciﬁc monoclonal antibodies directly from
serum,13−16 yet even with the availability of such a database,
conﬁdent identiﬁcation of monoclonal antibodies is not trivial.
The high degree of sequence identity shared across antibodies
introduces additional complications in sequence-to-spectrum
assignments and protein inference, making proteomic analysis
of the repertoire particularly challenging.
The complexity of the V gene repertoire can best be
understood as a massively expanded set of homologous
proteins, each sharing regions of highly conserved (or identical)
sequences with short intervening hypervariable sequences.
From a proteomics perspective, this creates a large pool of
potential peptide sequences with at least partial sequence
identity. Proteolytic digestion of antibodies for shotgun
proteomics yields many peptides that map to multiple
clonotypes and are therefore noninformative for monoclonal
antibody identiﬁcation or that share partial sequence identity
with many other candidate peptides, resulting in highly similar
mass spectra that are diﬃcult to interpret unambiguously, even
with the high resolution and mass accuracy of current mass
spectrometers.
In this paper, we detail how these interspersed segments of
variable and conserved amino acid sequences create unusual
features in the corresponding antibody peptide mass spectra.
We demonstrate the importance of using high mass accuracy
liquid chromatography mass spectrometry (LC-MS/MS) and
describe how antibody proteomics requires a particularly high
stringency in the interpretation of the peptide mass spectra for
reasons that are intrinsic to antibody gene structure. Finally, we
oﬀer speciﬁc guidelines for the interpretation of antibody
peptide mass spectra focusing on correctly distinguishing CDRH3 peptides with shared subsequences.

of B lymphocytes, and cloning of antibody genes from primary
lymphocytes, have revolutionized diagnostics and expanded our
understanding of how immune responses induce the
production of circulating antibodies that help clear a pathogen.
Recently, next-generation (NextGen) sequencing has made
possible investigations of the scope and sequence composition
of the antibody repertoire, as represented in the population of
B cells sequenced.6,7 With technical and ﬁnancial barriers to
personalized sequencing substantially dropping with advances
in NextGen technologies, immune-related repertoire sequencing is becoming more commonplace.8,9 However, the B cell
repertoire includes many sequences which are not represented
in the circulating pool of serum immunoglobulins. Characterization of the polyclonal serum response thus requires direct
observation of the constituent monoclonal antibodies present at
functionally relevant concentrations.
Unfortunately, the proteomic analysis of serum immunoglobulins by mass spectrometry (MS) presents several challenges.
One such challenge arises from the fact that antibody genes are
not encoded in the germline but are assembled via DNA
recombination and diversiﬁed within individual B cells. As a
result, the typical strategy of constructing a reference database
from the genome sequence is not useful for interpreting
antibody-derived mass spectra.10,11 The use of de novo peptide
sequencing for mass spectral interpretation does not require a
reference database,12 thus oﬀering a promising solution to this
problem; however, current methods are not yet capable of
handling the complexity of peptide sequence diversity present
in serum.
A strategy has recently emerged which largely overcomes
these barriers by utilizing high-throughput sequencing of the
immunoglobulin variable domain (V gene) from an individual’s
B cell population to construct a sample-speciﬁc antibody
sequence database for the interpretation of antibody-derived
mass spectral data.13,14 With the ability to generate a
B
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trypsin at a ratio of 1:75 trypsin/protein at 37 °C for 5 h.
Digestion was halted by addition of formic acid to 1% (v/v)
concentration.
For IE alkylation, trypsin digestion in the presence of urea
was carried out as previously described17 with the following
modiﬁcations: Samples were resuspended in 8 M urea and then
diluted to a ﬁnal reaction solution consisting of 2.4 M urea, 200
mM NH4HCO3, pH 11.0, 49% (v/v) ACN, 8.5 mM TEP, and
65 mM IE. pH was adjusted to 10, and samples were incubated
at 37 °C for 60 min. Samples were concentrated by SpeedVac
(Eppendorf, NY, USA) and resuspended in 100 mM Tris-HCl,
pH 8.5, to reach a ﬁnal urea concentration of 1.6 M prior to
trypsin digestion. Trypsin was added at a ratio of 1:75 trypsin/
protein at 37 °C for 5 h. The digestion was quenched with 1%
formic acid.
Human Raw Spectral Data and VH Sequence Database. All human data used in this study corresponds to the
donor HD1 data set previously described in Lavinder et al.15 In
summary, a healthy human subject (HD1) was administered
the tetanus toxoid/diphtheria toxoid vaccine (Sanoﬁ Pasteur
MSD GmbH, Leimen, Germany) for booster immunization 7
years after the previous booster. VH and VL gene sequences
from plasmablasts and memory B cells isolated at 7 days and 3
months postboost were determined by Roche 454 sequencing.
Sequence data was processed and ﬁltered as described for rabbit
sequencing. In total, 70 326 VH gene sequences were used in
construction of the human HD1 reference sequence database.
IgG was puriﬁed by aﬃnity chromatography with Protein G
Plus agarose from serum samples collected at prevaccination
(day 0), 7 days, 3 months, and 9 months postvaccination and
digested with immobilized pepsin resin to generate F(ab′)2
fragments. Antigen-speciﬁc F(ab′)2 was isolated by aﬃnity
chromatography against vaccine-grade tetanus toxoid protein
(Statens Serum Institut) coupled to NHS-activated agarose and
eluted with 20 mM HCl (pH 1.7). Eluted samples were
neutralized with 1 M NaOH, 10 mM Tris-HCl and desalted on
a 2 mL Zeba spin column prior to denaturation with 50% TFE,
reduction with 10 mM DTT, and alkylation with 32 mM IAM.
Samples were diluted 10-fold with 50 mM NH4HCO3 and
digested with trypsin (1:35 trypsin/protein) overnight at 37 °C.
Digestion was quenched with 1% formic acid.
Sample Preparation and LC-MS/MS Analysis. Digested
IAM (human, rabbit) and IE (rabbit) samples were
concentrated by SpeedVac, resuspended in Buﬀer C (5%
ACN, 0.1% formic acid), and loaded and washed on C18SpinTips according to the manufacturer’s protocol. Bound
peptides were eluted in 60% ACN, 0.1% formic acid,
concentrated by SpeedVac, resuspended in Buﬀer C, and
ﬁltered through Microcon-10 columns prior to LC-MS/MS
analysis.
Peptides were separated by reverse phase chromatography on
a Dionex UltiMate 3000 RSLCnano system (Thermo
Scientiﬁc) using a Dionex Acclaim PepMap RSLC C18 column
(Thermo Scientiﬁc), with eluting peptides analyzed on-line by
nano-electrospray ionization tandem mass spectrometry on an
Orbitrap Velos Pro (Thermo Scientiﬁc). Parent ion (MS1)
scans were collected in the orbitrap at 60,000 resolution. Ions >
+1 charge were selected for fragmentation by collision-induced
dissociation, with up to 20 fragmentation spectra (MS2)
collected per MS1. Monoisotopic precursor selection and
dynamic exclusion were enabled, with 45-s exclusion time for
ions selected more than twice in a 30-s window.

EXPERIMENTAL METHODS
Materials and Reagents. Concholepas concholepas hemocyanin (CCH), Protein A agarose, Protein G Plus agarose, Nhydroxysuccinimide (NHS)-activated agarose, immobilized
pepsin resin, and Zeba spin columns were acquired from
Pierce (Thermo Fisher Scientiﬁc, Rockford, IL). Incomplete
Freund’s Adjuvant (IFA), TRIS hydrocholoride (Tris-HCl),
ammonium bicarbonate (NH4HCO3), 2,2,2-triﬂuoroethanol
(TFE), dithiothrietol (DTT), triethylphosphine (TEP),
iodoacetamide (IAM), and iodoethanol (IE) were obtained
from Sigma-Aldrich (St. Louis, MO). Urea and AG-5Ol-X8
resin were purchased from Bio-Rad (Hercules, CA). Microcon
10 kDa MWCO (Microcon-10) centrifugal ﬁlter columns from
Millipore (Bedford, MA) and Hypersep SpinTip C18 columns
(C18-SpinTips) from Thermo Scientiﬁc (Rockford, IL) were
used in LC-MS/MS sample preparation along with LC-MS
grade water, acetonitrile (ACN), and formic acid from EMD
(Billerica, MA).
Rabbit Immunization, V Gene Sequencing, and
Preparation of Serum Antibodies. Methods for immunization, V gene sequencing, and preparation of antibodies for this
study were previously described in Wine et al.13 Brieﬂy, a New
Zealand white rabbit was immunized with 100 μg of CCH
protein. Booster immunization with antigen in IFA was
administered at days 14 and 28. The animal was sacriﬁced at
day 35. Total RNA was isolated from femoral bone marrow
cells (BM), peripheral B cells (PBCs), and CD138+ bone
marrow plasma cells (BM-PCs), and cDNA libraries were
generated from poly(A)+ RNA. V gene cDNA was ampliﬁed by
5′RACE with primers complementary to rabbit IgG CH1 and
sequenced using the Roche 454 GS FLX Titanium platform
(Roche Diagnostics GmbH, Mannheim, Germany). Sequencing
data was processed using sequence quality and signal ﬁlters in
the 454 Roche analysis pipeline, followed by identiﬁcation of
conserved framework regions and V germline gene identiﬁcation using the IMGT/HighV-Quest Tool. Additional ﬁlters
were applied to remove truncations (sequence length <70
amino acids, misalignment of framework regions FR1 and FR4)
and sequences containing stop codons or ambiguous reads. In
total, >1.5 × 105 reads were obtained, resulting in 107 672
unique full-length, in-frame VH genes. For reference sequence
database construction, single read sequences were excluded to
reduce the impact of sequencing errors (18 593 VH genes ≥2
reads).
Serum IgG was puriﬁed by protein A agarose aﬃnity
chromatography, and F(ab′)2 fragments were generated by
digestion with immobilized pepsin. Antigen-speciﬁc IgGderived F(ab′)2 was isolated by aﬃnity chromatography against
CCH protein coupled to NHS-activated agarose and eluted in
100 mM glycine, pH 2.7. Immediately following elution, the pH
was neutralized with 1 M Tris-HCl, pH 8.5. Protein
concentrations were measured using an ND-1000 spectrophotometer (Nanodrop, DE, USA).
Alternative Cysteine Alkylation and Trypsin Digestion. Protein samples were concentrated on Microcon-10
columns and split into aliquots for alternative cysteine
modiﬁcation. For IAM alkylation, aliquots were resuspended
in 50% (v/v) TFE, 50 mM NH4HCO3, and 2.5 mM DTT and
incubated at 37 °C for 60 min. Reduced samples were then
alkylated with 32 mM IAM at room temperature, in the dark,
for 60 min. Alkylation was quenched by addition of 7.7 mM
DTT. Samples were diluted to 5% TFE and digested with
C
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Construction of Target and Decoy Databases. Samplespeciﬁc target protein sequence databases were constructed for
SEQUEST searches of rabbit and human mass spectral data.
The CCH rabbit database consisted of VH and VL gene
sequences (≥2 reads), Ensembl rabbit protein-coding sequences (OryCun2.0), and common contaminants (from MaxQuant
Web site, http://maxquant.org/downloads.htm). The human
HD1 database included VH and VL gene sequences, Ensemble
human protein-coding sequences (release 64, longest sequence
variant/gene), and MaxQuant common contaminants.
Decoy databases were constructed for rabbit and human
analyses to evaluate the eﬀects of decoy variants on error
modeling of V-gene peptides. Reversed and shuﬄed databases
were generated for each database at the protein level.
Additionally, conserved-J region shuﬄed decoys were generated
by preserving the conserved J-segment sequence (which
directly follows the CDR-H3) of VH gene sequences. For the
remaining V gene sequence, amino acids between arginine and
lysine residues were shuﬄed, with Arg/Lys residues ﬁxed to
preserve peptide length and precursor mass distributions.
Computational Interpretation of Peptide Mass Spectra. Spectra were searched against the protein sequence and
decoy databases described above using SEQUEST (Proteome
Discoverer 1.3, Thermo Scientiﬁc). Fully tryptic peptides with
up to 2 missed cleavages were considered. Mass tolerance ﬁlters
of 5 ppm (MS1) and 0.5 Da (MS2) were applied. Static
cysteine modiﬁcations of either carbamidomethylation (IAMalkylation, +57.0215 Da) or ethanolyl (IE-alkylation, +44.0262
Da) were included on the basis of which modifying reagent was
used. Oxidation of methionine (+15.9949 Da) was allowed as a
dynamic modiﬁcation. PSMs were ﬁltered using Percolator
(implemented in Proteome Discoverer) to control false
discovery rates (FDR) to <1% as determined using a reversesequence decoy database.18 All observed precursor masses were
recalibrated according to the methods of Cox et al.,19 and the
average mass deviation (AMD) was calculated for all highconﬁdence PSMs (Percolator FDR <1%) matching the same
reference peptide, as the mean diﬀerence between the observed
precursor masses and the expected mass of that reference
peptide in units of ppm. Due to the high frequency of isobaric
peptides with isoleucine−leucine substitutions in V-gene
sequences, we considered all Iso/Leu sequence variants as a
single group and mapped the group to all CDR-H3 peptides
associated with any of the group members. For other isobaric
pairings (e.g., Asp/Gly-Gly, Gln/Gly-Ala) and ambiguous
identiﬁcations where MS/MS spectral diﬀerences can distinguish between pairings, we considered only the top-ranked
PSM determined by the SEQUEST-Percolator pipeline.
Survey of Covalent Peptide Modiﬁcations. In order to
conﬁrm the speciﬁcity of cysteine modiﬁcations and to assess
the general overall presence of covalent post-translational
modiﬁcations (PTMs) among antibody peptides, raw peptide
mass spectra from the rabbit samples were computationally
searched for the dominant, diﬀerentially observed PTMs as
follows: Tandem mass spectral sets were ﬁrst reduced in size
and complexity through spectral clustering, in which merged
spectra were represented by a single consensus spectrum. For
each sample, spectra were initially grouped based on precursor
mass so that all the members within a group were within 25
ppm of at least 1 other member. Hierarchical clustering was
performed on the tandem mass spectra of each weight group
using a fuzzy cosine similarity metric and weighted linkage
criteria with a distance cutoﬀ of 0.25. The fuzzy cosine

similarity, or correlation, between two spectra A and B is
deﬁned as
similarity = cos(A , B) =

Ac · B
|| A || || B ||

where Ac is the convolution of spectrum A with a Gaussian 1
Da in width. This serves to inﬂuence the correlation by both
the intensity of each peak pair and the closeness of the peaks in
m/z. Spectra composing each cluster were then reduced into a
single consensus spectrum. An average parent ion mass was
then assigned to each cluster.
All pairs of spectral clusters between IAM- and IE-labeled
samples were compiled with the constraint that the parent ion
mass diﬀerence between pair members fell within ±60.5 Da.
Similarity measures were calculated for each pair, the sum of
which was a composite metric for judging spectral correlation.
Pairs were then binned in 2D arrays by mass oﬀset and
composite correlation score. Because clusters had varying
numbers of members, all cluster pairs were not equal and were
therefore weighted by 0.5 plus the log of the product of the two
membership counts. The sum of these weights gave a single
summary statistic for each bin, and the data was visualized as a
stacked bar graph consisting of 121 oﬀset bins of width 0.02 Da
that are centered at an integer value.
Diﬀerential Analysis of Cysteine Modiﬁcations. PTM
analysis (described above) was used to identify pairs of spectral
clusters exhibiting an observed parent mass diﬀerence of 12.995
± 0.005 Da (or 25.99 ± 0.005 Da for two Cys) between IAMand IE-treated samples. Paired clusters with similar elution
times and fragmentation patterns were ﬂagged as originating
from cysteine-containing peptides. The top-ranked SEQUEST
peptide identiﬁcation for each cluster was then considered. If
the same sequence was identiﬁed in both treatments
(inherently requiring the presence of cysteine to match), the
peptide sequence was ﬂagged as a likely correct, or “true
positive”, identiﬁcation. If the peptide identiﬁcation diﬀered
between treatment sets (precluding the presence of cysteine in
the sequence), the corresponding peptide sequences were
ﬂagged as deﬁnitely incorrect, or “false positive”, identiﬁcations.

■

RESULTS AND DISCUSSION
The goal of serum antibody proteomics is to systematically
identify the distinct antibodies present in a serum sample, as
assayed through the use of shotgun proteomics mass
spectrometry. To achieve this, our approach relies on the
integration of two main experimental pipelines: (1) highthroughput sequencing of B lymphocyte cDNAs to generate a
database of class-switched antibody variable domain sequences
in a particular individual; (2) a protein biochemistry and mass
spectrometry-based proteomics pipeline for the identiﬁcation of
peptides derived from antigen-speciﬁc antibodies.
A personalized reference sequence database generated by the
high-throughput sequencing pipeline is used to interpret
antibody-derived peptide mass spectra obtained through the
proteomics pipeline. Identiﬁed peptides can be mapped back
onto the antibody sequence database to determine the
distribution of speciﬁc clonotypes comprising the antigenspeciﬁc repertoire. However, the frequency of degenerate
peptides mapping to multiple clonotypes complicates this
analysis. Given that the CDR-H3 is the most hypervariable
region in immunoglobulins and is overwhelmingly responsible
for antigen speciﬁcity, as well as being the primary determinant
of clonality, this problem can be largely simpliﬁed to that of the
D

dx.doi.org/10.1021/ac4037679 | Anal. Chem. XXXX, XXX, XXX−XXX

Analytical Chemistry

Article

Figure 2. In contrast to the proteome in general, antibody peptide sequences resemble each other in both mass and expected fragmentation patterns.
The peptide sequence search space is thus strongly dependent on mass accuracy, as seen by plotting the extent of theoretical peptide-spectral match
ambiguity, for (A) human proteome peptide sequences, (B) rabbit CCH antibody VH peptides, and (C) human tetanus toxoid antibody VH peptides.
Reducing precursor mass tolerance thus more strongly aﬀects the potential for false identiﬁcations in VH peptides than for a typical proteome. Here,
an in silico digest of the rabbit CCH VH antibody sequences generated 505 790 unique peptide sequences (constrained to fully tryptic peptides of ≥8
amino acids, ≤6000 Da theoretical mass, and ≤2 missed cleavages). Each peptide sequence contributes to a y-axis bin deﬁned by the self-inclusive
count of all theoretical peptides within a speciﬁed mass tolerance (x-axis) and sharing at least 60% predicted fragmentation ion similarity. For
comparison, the human proteome (A) and human TT VH (C) sequence databases were processed likewise and subsampled to include the same
number of peptide sequences as (B). The intersequence similarity evident in the antibody sets is negligible in this size-matched human proteome
control.

Under the standard target-decoy approach, candidate
peptides within a speciﬁed mass range of the parent ion are
initially scored based on cross-correlation to the observed
fragmentation spectrum (XCorr), subjected to additional
quality ﬁlters, and ultimately assigned conﬁdence scores by
reference to the score distributions of decoy sequences. For a
conventional proteome, the occurrence of multiple peptides
sharing partial sequence identity and mass is extremely rare, as
can be seen for proteins sampled from the human proteome
(Figure 2A). Thus, while multiple theoretical peptides may fall
close in mass to a given precursor ion, the correct peptide
sequence will almost always match the MS2 spectrum with a
signiﬁcantly higher score than competing, incorrect peptides.
This is reﬂected by the positive correlation between XCorr and
the normalized diﬀerence in XCorr between the top two PSMs
of a given spectrum (ΔCN) (Figure 3A).
For the case of immunoglobulin variable genes, however,
large numbers of peptide sequences overlap in both mass and
partial sequence identity (as plotted for our VH data sets in
Figure 2B,C), yielding sets of highly similar theoretical MS2
spectra. This confounds proteomics analysis and often results
in, for a single spectrum, multiple ambiguous peptide-spectral
matches sharing similarly high PSM correlation scores
(observed as high-XCorr/low-ΔCN, i.e., high scoring-second
rank hits) (Figure 3B,C). In some cases, incorrect sequences
out-score the correct PSMs. Even when applying an extremely
strict mass accuracy ﬁlter, requiring a peptide mass to fall within
5 ppm of the observed precursor ion mass to be considered,
false identiﬁcations are still prevalent.
V-gene sequence similarity also eﬀects decoy-based errormodeling. Standard errors in PSM assignment normally arise

quantitation and sequence determination of CDR-H3 peptides.
The remaining sequence of each antibody can then be retrieved
from the V gene reference database.
For this study, we largely focused on analysis of serum
samples from a New Zealand white rabbit (Oryctolagus
cuniculus) immunized with Concholepas concholepas hemocyanin
(CCH). Sequencing data for this rabbit was previously
described13 and is summarized in the Experimental Methods.
We focus here only on the VH sequences; while the partner VL
chain contributes to antibody stability and binding characteristics, native VH-VL pairing information cannot be determined
by proteomic analysis but can be derived by other methods
once VH chains are known.13,20
From this rabbit, we prepared antigen-speciﬁc F(ab′)2
fragments, proteolytically digested them with trypsin, and
analyzed the resulting peptides by quantitative shotgun
proteomics, employing nanoﬂow LC-MS/MS (see Experimental Methods). A conventional analysis of the peptide mass
spectra would involve comparing the spectra against the rabbit’s
VH gene database in order to identify those antibodies actually
present in the serum. However, as we next discuss, the
conventional proteomics database search process is insuﬃcient
for the analysis of antibody peptide mass spectra due to
intrinsic properties of the antibody sequences.
Limitations of Standard Peptide-Spectrum Assignments and Decoy-Based Error Modeling. While the
general process of identifying the best peptide-spectrum
match (PSM) is well established for conventional data sets
searched against normal proteomic sequence databases,21,22 Vgene databases contain unique sequence characteristics which
pose challenges to this standard method of data interpretation.
E
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Figure 3. Conﬁdently identiﬁed spectra from most proteomics samples generally score well against only one database sequence. In contrast, the
interspersal of conserved (framework) and variable regions in antibody F(ab′)2 sequences often leads to multiple high-scoring PSMs for a single
IgG-VH peptide spectrum. Plotting the primary PSM score (XCorr) vs the normalized diﬀerence in XCorr scores between the two top-scoring
matches (ΔCN) from proteomic analysis of (A) human HeLa cell lysate compared to (B) rabbit and (C) human IgG-VH peptide spectra reveals a
substantial proportion of high XCorr/low ΔCN PSMs (denoted by black boxes) in the IgG-VH data sets. Standard false discovery rate (FDR)
calculations fail for these PSMs, as illustrated by high (blue), medium (green), and low (red) Percolator conﬁdence scores: many high XCorr/low
ΔCN PSMs are erroneously assigned high conﬁdence in spite of high-scoring second hits implicit in the low ΔCN values. Filtering out low ΔCN
PSMs inadvertently removes many true hits. Comparison of PSM XCorr distributions between target (blue) and decoy (red) databases reveals that
standard decoys do not adequately model the nonrandom structure of IgG-VH peptides [(D) human proteome, (E) rabbit IgG-VH, (F) human IgGVH]. This is attributable to high-scoring, incorrect matches to IgG framework region-derived sequences. By constructing an alternate decoy database
for which variable residues were shuﬄed but J-region framework regions were preserved (“Conserved-J Decoy”), ambiguity of CDR-H3,J peptide
assignment can be modeled (green). These peptides acount for the majority of high-XCorr PSMs in rabbit (E), while additional framework-derived
peptides add to the complexity of the human IG-VH sample (F, inset).

Figure 4. High-scoring PSMs for antibody CDR-H3 peptide mass spectra are dominated by matches to peptides sharing identical C-terminal J
region FR4 framework sequences. This is illustrated by two top-scoring peptide sequences mapped to a single observed rabbit spectrum, with shared
(orange) and unique in silico predicted MS2 fragmentation peaks associated with APYGDGDPYNLWGPGTLVTVSSGQPK (blue) and
DAGTSGYHFNLWGPGTLVTVSSGQPK (green). Both sequences exhibit PSMs with XCorr >4.7 with a normalized diﬀerence in XCorr scores
(ΔCN) of 0.006. A similar trend accounts for a large proportion of the high-scoring matches in Figure 3B,C,E,F.

F
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Figure 5. A limited set of higher-conﬁdence identiﬁcations can be created using diﬀerential covalent modiﬁcation to ﬂag cysteine-containing
peptides. (A) Comparison of rabbit CCH spectra from samples treated with iodoacetamide (Cys +57 Da) vs iodoethanol (Cys +44 Da) results in a
13 Da mass diﬀerence per cysteine. PSMs for paired spectra exhibiting a mass shift but no cysteine residues in the corresponding matched sequences
can be ﬂagged as false identiﬁcations. (B) Comparison of precursor mass oﬀsets between diﬀerentially labeled rabbit CCH samples conﬁrms
alkylation and oxidation account for the most abundant modiﬁcations.

decoy databases in which the J-region residues were explicitly
preserved (“Conserved-J Decoy”). Importantly, the ConservedJ Decoy database reproduced the incidence of high scoringsecond rank hits observed in the J-region peptides and evident
in the VH forward peptide database (Figure 3E,F[inset]). A
signiﬁcant portion of high scoring-second rank hits can
therefore be attributed to CDR-H3-containing peptides
partially matching other CDR-H3-containing peptides by
their conserved J region sequences. More generally, Ig peptides
containing an antibody framework region at one terminus are
subject to this kind of ambiguous PSM assignment.
Consequently, standard decoy-based error modeling signiﬁcantly underestimates false identiﬁcations for this class of
peptides.
Construction of a High-Conﬁdence Set of Rabbit VH
Identiﬁcations. In order to determine the prevalence of
incorrect identiﬁcations and ﬁnd characteristics by which to
discriminate between true and false matches, we employed
diﬀerential labeling of cysteine residues to create a set of higher
conﬁdence identiﬁcations consistent with the cysteine labeling
data and to ﬂag a subset of deﬁnitively incorrect identiﬁcations
as high-scoring false positives (Figure 5A). Rabbit F(ab′)2
fragments were divided into two aliquots. One aliquot was
alkylated with iodoacetamide (IAM), while the second was
alkylated with iodoethanol (IE). This created equivalent
samples with the exception of a 13 Da mass diﬀerence between
modiﬁed cysteine residues in the two samples.
Following LC-MS/MS analysis, data sets corresponding to
IAM- and IE-treated samples were compared to identify parent
ion pairs across the two data sets exhibiting the signature 13 Da

from poor quality spectra, which contain signiﬁcant noise and/
or additional peaks due to unaccounted for contaminating
peptide fragments following ion isolation. In order to assign
PSM conﬁdence and calculate a false identiﬁcation rate, a decoy
reference database of either reversed or shuﬄed protein
sequences is generally used to model this standard error,
allowing for conﬁdence-ﬁltering based on discernible diﬀerences in the distributions of true and false positive PSMs
(Figure 3D).22,23 Software programs such as Percolator18
analyze multiple parameters of target and decoy results
(including XCorr, ΔCN, and others) in order to determine a
set of high-conﬁdence PSMs at a given FDR (Figure 3A−C).
For the case of Ig V genes, reversing or shuﬄing sequences did
not replicate the high incidence of high scoring-second rank
hits observed in the forward search, demonstrating that a
standard decoy database fails to model this aspect of IgG
sequences (Figure 3E,F).
Immunoglobulin PSM Ambiguity Arises from Ig
Peptides Containing Highly Immutable Framework
Regions. To further investigate this trend, we focused on
the partial sequence identity of CDR-H3-containing peptides.
Most such peptides also contained the entirety of the J-region
subsequence in both the rabbit and human samples, generally a
series of 12 or more residues sharing exceptional self-similarity
within each species. Hence, peptides containing the J-region
shared a signiﬁcant fraction of identical peaks within their
fragmentation spectra, in addition to peaks contributed by the
variable CDR-H3 sequence (Figure 4).
In order to assess the magnitude of this eﬀect on the
resulting PSM scores, we generated sample-speciﬁc shuﬄed
G
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Figure 6. Correctly matched PSMs exhibit a systematically smaller average mass deviation (AMD) compared to incorrect identiﬁcations. (A)
Plotting the diﬀerence in precursor ion mass from expected peptide mass (Precursor Mass Accuracy) vs XCorr scores of individual rabbit CCH
PSMs reveals overlapping mass accuracy distributions for PSMs matched to the same peptide sequence for correct (blue) and incorrect (red)
identiﬁcations. While individual incorrect PSMs may achieve higher XCorr scores than correct matches, the average precursor mass accuracy across
all PSMs for a given peptide (AMD) discriminates well between correct and incorrect identiﬁcations. (B) For the set of high-conﬁdence rabbit CCH
PSMs derived from cysteine-labeling, true identiﬁcations exhibit low AMD scores while false identiﬁcations are more uniformly distributed. Thus,
ﬁltering by AMD strongly controls misidentiﬁcations. Here, controlling AMD to within 1.5 ppm provides 100% recall of true identiﬁcations and
increases precision from near 50% (background rate) to 79%. Requiring AMD < 1 ppm further increases precision to 87% with no loss of recall.

deviated from expected mass by several ppm. Application of a
strict mass accuracy ﬁlter to remove false PSMs would therefore
inevitably remove many true PSMs as well (Figure 6A).
However, the average mass deviation (AMD) of a peptide
identiﬁcation, calculated as the average mass accuracy of all
high-conﬁdence PSMs associated with a given peptide, showed
an extremely narrow distribution for the “true positive” set
(mean 0.141 ppm, stdev 0.238 ppm). In contrast, the “false
positive” set exhibited a roughly uniform AMD distribution
across the mass range. Consequently, ﬁltering hits by applying a
strict AMD ﬁlter was feasible without substantial loss of true
identiﬁcations. Requiring AMD < 1.5 ppm in this data set
improved the precision from a prior rate of approximately 50%
to 79%, with no loss of true identiﬁcations. Applying an even
stricter AMD threshold of 1 ppm further improved the
precision to 87%, again with no loss of true identiﬁcations
(Figure 6B). High mass accuracy LC-MS/MS is therefore
suﬃcient to identify antibody CDR-H3 peptides from serum at
relatively high precision when combined with a stringent AMD
ﬁlter beyond the conventional proteomics analytical pipeline.

mass diﬀerence, similar chromatographic elution times, and
correlated MS2 fragmentation spectra. Qualifying ion pairs
were considered cysteine-containing; upon peptide-spectrum
sequence assignment, ion pairs with identical sequences
containing cysteine residues and displaying the 13 Da diﬀerence
in the two aliquots were ﬂagged as more likely to be correct and
considered for these purposes to be “true positive” identiﬁcations. In contrast, those spectra shifted by 13 Da but lacking
a cysteine residue in their assigned sequences were considered
deﬁnitely incorrect, or “false positive”. By ﬂagging peptides in
this manner, we deﬁned a set of 53 “true positive” and 40 “false
positive” peptide identiﬁcations comprising 11 077 and 425
PSMs, respectively. This set was used both to diagnose PSM
assignment error and to deﬁne ﬁltering criteria appropriate for
more general application across all PSMs, not just those
containing cysteine residues.
To further assess these samples, we examined the frequency
of all potential precursor ion mass oﬀsets between the
diﬀerentially treated samples so as to survey the most common
covalent modiﬁcations, thus conﬁrming the cysteine modiﬁcations and testing for other potential modiﬁcations (Figure 5B).
Besides modiﬁed cysteine, only one other prevalent modiﬁcation was found, occurring in both samples at a mass oﬀset
of 15.99 Da and consistent with oxidation. Detailed manual
analysis of fragmentation spectra conﬁrmed oxidized methionine as the main contributor to this oﬀset peak.
A Stringent Average Mass Accuracy Filter Successfully Removes False Identiﬁcations. Using the high
conﬁdence true and false identiﬁcation sets, we searched for
mass spectral properties that distinguished these cases. We
observed a robust diﬀerence in mass accuracy distributions
(deﬁned as the diﬀerence between observed precursor mass
and expected peptide mass, in units of parts per million
(ppm)), with the “true positive” PSMs centered around 0.127
ppm with a standard deviation of 0.637 ppm (following mass
recalibration), while “false positive” PSMs were more evenly
distributed throughout the mass range. This signal, while clear,
was not suitable for direct use as a mass accuracy ﬁlter at the
level of PSMs, since many individual “true positive” PSMs still

■

CONCLUSIONS

Proteomic analysis of serum immunoglobulins has only recently
become feasible with the ability to generate appropriate mass
spectrometry reference databases via next-generation sequencing of personal B cell antibody repertoires. Even with an
appropriate custom database in hand, however, antibody
sequences still present signiﬁcant challenges for mass spectral
interpretation due to the frequency of interspersed variable and
conserved amino acid sequences within the same peptides. We
have shown how these sequence properties lead to certain
systematic trends in the fragmentation spectra of antibodyderived peptides, which introduce additional errors in peptidespectrum correlation scoring not accounted for by standard
decoy-based error modeling. The observation of similar
sequence properties in rabbit and human data sets indicates
that these are intrinsic features of immunoglobulin primary
structure which should be accounted for in any proteomic
analysis of antibody repertoire, regardless of species. To this
H
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end, we have demonstrated a strategy to reduce false discovery
and improve the accuracy of antibody identiﬁcation by shotgun
proteomics through the use of high mass accuracy LC-MS/MS
and high stringency ﬁlters applied to groups of peptide-spectral
matches, rather than individual PSMs.
These ﬁndings highlight the importance of evaluating
methods of data analysis when applied to nonstandard data
sets. While we speciﬁcally addressed complications encountered
in the analysis of antibodies, we would expect similar trends for
any protein samples where many close variant sequences might
be present, such as in samples assaying human genetic variants
or large protein families with related sequences.
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